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Background: The enamel condition and the quality of surface are points that need to be considered for achieving 
optimal efficiency in the treatment with orthodontic brackets. The aim of this study was to assess the immediate 
bond strength of metallic brackets cemented to dental. 
Material and Methods: Forty human premolars were double-sectioned, placed in PVC matrices and randomly 
divided into 10 groups (n=8). They received artificial saliva contamination before or after the application of adhe-
sive systems, except for the control groups. The metallic brackets were cemented using two orthodontic cements 
(Transbond™ Plus Color Change, 3M Unitek e Transbond™ XT Light, 3M Unitek). The specimens were subjected 
to mechanical shear bond strength testing and classified according to the fracture pattern. The results were analyzed 
using a two-way ANOVA and Tukey’s test for multiple comparisons (p<0.05). 
Results: ANOVA analysis showed statistically significant differences between the groups (p=0.01). The Tukey’s 
multiple comparison test indicated statistically significant difference between G6 and G7 groups (p<0.05). A high 
prevalence of adhesive failure in the groups receiving the hydrophobic adhesive system. 
Conclusions: The saliva contamination prior to the application of a hydrophobic simplified conventional adhesive 
system was responsible for decreasing the immediate bond strength values of brackets cemented on the dental 
enamel.
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Introduction
Orthodontics has shown considerable advancement in 
recent decades. In addition to the patients’ quest for cos-
metic procedures, the use of orthodontic appliances has 
grown considerably, making it even more important to 
successfully cementing brackets, which are critical du-
ring the course of treatment (1).
The beginning of orthodontic practice has been marked 
by the use of multi-bandaging technique of teeth; howe-
ver, this technique fell into disuse because it caused 
great injury to the gingival tissue, as well as aesthetic 
concerns. In order to overcome such disadvantages, the 
cementing technique of brackets directly on the teeth 
was developed, thus favoring cleansing and allowing for 
the reduction of treatment cost and time (2).
Orthodontic procedures have become dependent on an 
effective adhesive system, able to withstand stress and 
shear bond strength upon the device, and consequently, 
transmitted to the dental arch (1).
The literature is unanimous in stating that loosening or 
detachment of orthodontic brackets is caused by failures 
in the cementing method, because of little retentiveness 
of certain bracket bases or by the action of masticatory 
forces. These failures can undermine treatment, dela-
ying the expected results and reducing patient satisfac-
tion (3). Therefore, the enamel condition, the cleansing 
of the surface where the device will be cemented, the 
quality of the cementing agent, and the way this agent is 
selected are points that need to be considered for achie-
ving optimal efficiency in the treatment with orthodontic 
brackets (4).
Given that moisture can occur during the cementing pro-
cess for the application of brackets, one must understand 
its interference mode and relationship with the different 
adhesive systems available today (5). That said, the aim 
of this in vitro study was to assess the immediate bond 
strength of metallic brackets cemented to dental enamel 
subjected to shear bond strength testing.
Material and Methods
Forty human premolars were selected, analyzed under a 
stereomicroscope (Stemi DV4, Zeiss Universal Micros-
cope, Jena, Germany), with no cracks or visible structu-
ral defects.
The teeth were sectioned at the cementoenamel junction 
using a refrigerated diamond disc cutting machine (KG 
Sorensen, Barueri, SP, Brazil), followed by a section of 
the coronal portion at the buccal and palatal planes (Fig. 
1).
The specimens were placed in cylindrical polyethylene 
containers measuring 25mm x 21mm and embedded in 
chemically activated acrylic resin. After polymerization 
they were polished to ensure flat, smooth and uniform 
surfaces (Arotec® APL-4, São Paulo, SP, Brazil).
In the flat area of each specimen, standard edgewise 
Fig. 1: Sketch of a longitudinal sec-
tion at the coronal portion.
orthodontic brackets were cemented (Agile model, 3M 
Abzil, Sumaré, SP, Brazil) with a base 1.9 mm high x 3.2 
mm wide, totaling an area of 6.08 mm2 (Fig. 2).
Fig. 2: Sketch of an orthodontic 
bracket cementation.
The specimens were randomly divided into 10 groups 
(n=8), differentiated according to their contamination, 
adhesive system and cementing agent: G1 (control) - 
no contamination, adhesive system: Transbond™ Plus 
Self-Etching primer and Transbond™ Color-Changing 
cement; G2 - contamination prior to application of the 
adhesive bonding: Transbond™ Plus Self-Etching pri-
mer and Transbond™ Color-Changing cement; G3 
- contamination after applying the adhesive bonding 
Transbond™ Plus Self-Etching Primer and Transbond 
™ Color-Changing cement; G4 (control) - no contami-
nation, adhesive bonding Transbond™ Plus Self-Etching 
Primer and Transbond™ XT Light cement; G5 - conta-
mination after applying the adhesive bonding Transbond 
™ Plus Self Etching Primer and cement Transbond ™ 
XT Light; G6 (control) - no contamination, adhesive 
bonding Transbond™ XT Light Cure Adhesive and 
Transbond™ XT Light cement; G7 - contamination 
prior to the application of the adhesive bonding Trans-
bond™ XT Light Cure Adhesive and Transbond™ XT 
Light cement; G8 - contamination after applying the ad-
hesive bonding Transbond™ XT Light Cure Adhesive 
and Transbond™ Color-Changing cement; G9 (control) 
- no contamination, adhesive bonding Transbond™ XT 
Light Cure Adhesive and Transbond™ Color-Changing 
cement; G10 - contamination after applying the adhesi-
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ve bonding Transbond™ XT Light Cure Adhesive and 
Transbond™ Color-Changing cement.
Prophylaxis was performed with pumice, rinse and air 
spray for 20 seconds on the groups that received the 
application of Transbond™ Plus Self-Etching Primer 
(3M Unitek, Monrovia, CA, USA). The adhesive bon-
ding was applied using a disposable micro applicator, 
and light cured using a LED device (Led SdiRadii Cal, 
Sdi, Victoria, Australia), with an intensity of 400 mW/
cm2 for 20 seconds in the incisal third and 20 seconds in 
the cervical third. Those that received Transbond™ XT 
Light Cure adhesive bonding (3M Unitek, Montovia, 
CA, USA) were cleaned with pumice and were rinsed 
and dried thoroughly as described above. After the appli-
cation of 35% phosphoric acid (Ultra-etch®, Ultradent, 
South Jordan, UT, USA) for 30 seconds, the adhesive 
bonding was applied on the tooth surface using a micro 
disposable applicator, which was photopolymerized as 
in the previous group. For contamination groups, arti-
ficial saliva was used consisting of carmellose sodium, 
sorbitol, sodium chloride, potassium chloride, calcium 
chloride dihydrate, magnesium chloride hexahydrate, 
potassium acid phosphate, methylparaben, and water. 
Contamination of the teeth was simulated by 3 ml arti-
ficial saliva applied to the enamel surface using a micro 
disposable applicator for 5 seconds, allowing for the full 
surface contamination. Adhesive bonding or cement was 
used following the protocol of the experimental group, 
with no drying step.
The specimens were adapted to a universal testing ma-
chine (Instron Universal 4440- C6600, Barueri, SP, Bra-
zil) with the base of the bracket fins perpendicular to 
the applied force (Fig. 3). Then, a shear strength of 1.0 
mm/min was applied until the fracture, converting the 
recorded scores in Newton (N) into MegaPascal (MPa), 
as follows: MPa = N/area.
Fig. 3: Specimen adapted to a shear-testing device.
All specimens subjected to mechanical shear testing 
were prepared for the Adhesive Remnant Index (ARI) 
analysis under a stereoscopic microscope (Stemi DV4, 
Zeiss Universal Microscope, Jena, Germany) and optical 
microscope (N107, Coleman, Santo André, SP, Brazil) 
at 40X magnification. The following items were adopted 
as evaluation criteria: (0) no adhesive left on the enamel; 
(1) less than half of the adhesive left on the enamel; (2) 
more than half of the adhesive left on the enamel; (3) all 
the cement left on the enamel.
After data tabulation, two-way ANOVA and Tukey’s test 
for multiple comparisons were performed, at 95% signi-
ficance level (p<0.05), to determine statistically signifi-
cant differences.
Results
The normal distribution of data identified by the Shapi-
ro-Wilk test allowed for the use of a parametric test for 
the determination of possible significant differences bet-
ween the groups (p=0.05). Analysis of variance identi-
fied a statistically significant difference between groups 
(p=0.01), as described in table 1.
In order to identify such a difference, the data were sub-
jected to Tukey’s test for multiple comparisons (Table 
2).
ARI analysis under optical microscopy arranged the data 
in percentages per experimental group (Table 3).
Discussion
The results of ANOVA and Tukey’s statistical tests re-
vealed that saliva contamination showed different beha-
viors according to the adhesive system and cement used. 
While most of the groups did not differ statistically from 
the control group, the specimens conditioned with a 
simplified conventional system (Transbond™ XT Light 
Cure Adhesive) cemented with Transbond™ XT Light 
presented the highest technical sensitivity indices. Thus, 
the null hypothesis stating that contamination with sali-
va does not affect the bond strength of orthodontic resin 
cements was rejected.
The advent of the enamel surface etching technique, ini-
tially proposed by Buonocore (6), enabled orthodontics 
to make a significant advancement, allowing for the di-
rect bonding of orthodontic brackets instead of the den-
tal bandage system. This improvement has provided less 
aesthetic harm to the patient and a significant reduction 
in the time required for the system installation (7). In 
the 1970s, Newman (8) advocated that direct cementa-
tion of orthodontic brackets because they allowed for a 
lower degree of enamel decalcification and less irrita-
tion to soft tissues. A number of studies (9,10) have been 
conducted to measure bond strength required for clinical 
success. The literature has advocated scores between 
5.9 and 7.9 MPa, not considering the action of different 
tensile stress. Considering the bonding systems and ce-
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Group n Mean (MPa) Standard deviation
G1 8 11.94 7.63
G2 8 13.71 5.16
G3 8 7.22 4.31
G4 8 8.45 3.18
G5 8 11.48 8.42
G6 8 16.00 7.85
G7 8 3.61 4.05
G8 8 13.21 7.29
G9 8 12.13 7.83
G10 8 8.37 5.07
Table 1: Mechanical shear strength test results for the experimental group.
Comparison Rank difference Q p<0.05
G1 vs. G4 21.250 1.556 No
G1 vs. G9 1.125 0.082 No
G2 vs. G3 39.462 2.890 No
G2 vs. G5 13.550 0.992 No
G3 vs. G5 25.912 1.898 No
G4 vs. G9 22.375 1.639 No
G6 vs. G7 75.362 5.519 Yes
G8 vs. G10 29.412 2.154 No
Table 2: Results of Tukey’s test for multiple comparisons.
Group Adhesive remnant index (ARI)
0 1 2 3
G1 0 0 0 100
G2 12.5 25 0 62.5
G3 12.5 0 37.5 50
G4 0 0 0 100
G5 37.5 25 0 37.5
G6 0 0 0 100
G7 87.5 12.5 0 0
G8 0 12.5 50 37.5
G9 0 0 12.5 87.5
G10 0 0 0 100
Table 3: Percentage analysis of Adhesive Remnant Index per experimental 
group.
ments used in contamination-free surfaces, the results of 
this study support the findings of other studies.
Conventional bonding systems are of unquestionable 
quality and have been supported by their long tradition 
of good clinical and laboratory results (11) as compared 
to self-etching systems. This could be seen in the highest 
scores of uncontaminated groups conditioned with a sim-
plified conventional system (G6 and G9) as compared to 
the self-etching system (G1 and G4), although no sta-
tistically significant difference between them occurred. 
However, high bond strength is not the sole criterion for 
a successful bonding (12). Considering that brackets and 
other orthodontic appliances are removed in about three 
years, maximum tensile stress is not a vital requirement 
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in orthodontic bonding, but may aggravate the possibili-
ty of enamel fracture during bracket debonding (13).
Scientific studies have been published since the mid-
1980s confronting the clinical results of bonding brackets 
in environments with and without saliva contamination 
(14). In this study, the groups that received contamina-
tion prior to the application of the adhesive system (G2 
and G7) did not show any statistically significant diffe-
rence as compared to the control group. Nevertheless, 
the results shown in Table 1 suggest that hydrophilicity 
of self-etch systems (G2) accounted for the increase in 
bond strength scores, which were similar to those of the 
control group (G1), reinforcing the findings by Scougall 
Vilchis et al. (15) and Vincent et al. (16). Analyzing the 
results of the groups contaminated after applying the 
adhesive bonding (G3, G5, G8 and G10) no statistica-
lly significant differences were observed between them, 
although the results presented lower scores than in the 
control groups (G1, G4, G6 and G9), which supports the 
findings by Campoy et al. (17). Among other reasons, 
this may be explained by the penetration of saliva pro-
teins and compounds in micro retentions created in the 
enamel bonding system, compromising its adhesive ca-
pacity (18).
The hydrophobic adhesive system presented the highest 
bond strength scores when applied on a contaminated 
surface (G7) and was the only one that showed a statis-
tically significant difference as compared to the control 
group (G6). These findings support those by Prasad et 
al. (19) and Sfrondini et al. (20) and have been discus-
sed as being a result of the loss of mechanical retention 
and decreased surface-free energy. Facing the contami-
nation obstacle, the enamel surface should receive acid 
etching conditioning again previously to the infiltration 
of adhesive monomers, being the only effective way to 
circumvent bonding loss caused by the formation of an 
organic cuticle and loss of wetting ability (21).
Adhesive remnant index (ARI) results were categorized 
according to the type of adhesive system used. Hydro-
philicity of self-etch adhesive systems had their best 
use in contaminated environments, in line with findings 
from previous studies (22). This fact was demonstrated 
by the higher prevalence of fractures between the brac-
ket and the cement (type 3), showing satisfactory me-
chanical properties in orthodontic bonding (23), which 
could be observed in  group G7, in which a hydrophobic 
adhesive applied after saliva contamination presented a 
high incidence of adhesive failures. Therefore, anticipa-
ting the presence of moisture, the use of a hydrophilic 
primer was able to considerably reduce the chance of 
bracket debonding. However, such a choice was irrele-
vant in a contamination-free environment, as it could be 
seen in the comparison between the groups G1, G4, G6 
and G9.
The simplification of in vitro methodologies do not pro-
vide a perfect reproduction of tensile stress that causes 
adverse changes in the oral cavity (24). Thus, the results 
of this study point to the need for long-term assessment 
of the relationship between contamination, bonding sys-
tems, and contemporary orthodontic resin cements.
Despite the limitations of in vitro studies, the results 
obtained in this study allowed us to conclude that sali-
va contamination did not decrease the immediate bond 
strength of metal brackets bonded to enamel surfaces, 
except when the simplified conventional system Trans-
bond XT™ Light cure adhesive was used after saliva 
contamination.
The use of a conventional hydrophobic bonding system 
in wet environment accounted for a predominantly adhe-
sive fracture pattern.
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